Introduction
This report describes the rapid, nondestructive procedure and validation of an Energy Dispersive X-ray Fluorescence Spectrometry (EDXRF) technique for the determination of 30 elements in geological materials. The precision, expressed as percent relative standard deviation (%RSD), is shown to be an average of 2.4% for elements whose concentration is >50ppm, 7.5% for elements whose concentration is < 50ppm and >3x lower limit of determination (LLD), and 18% for those elements whose concentration is < 3x LLD. The format of this report is consistent with other published methods that have been approved by the quality assurance coordinator.
Principle
EDXRF spectrometry is a qualitative and quantitative technique for the rapid, non-destructive, elemental analysis of liquid and solid samples. Sample preparation is a simple matter of lightly pressing a powdered geologic sample into a Mylar cup fitted with a Prolene foil. Then the sample is bombarded by X-rays of a selected energy and the characteristic X-ray photons of the analytes are detected and measured. By using selected secondary and polarizing targets a greater peak to background ratio for the various peaks are obtained than when using direct tube excitation. With this method 30 trace elements: V, Cr, Ni, Cu, Zn, Ga, Ge, As, Se, Br, Rb, Sr, Y, Zr, Nb, Mo, Ag, Cd, Sn, Sb, Cs, Ba, La, Ce, Nd, W, Pb, Bi, Th and U are determined routinely. The readers are referred to the literature (E. Bertin, 1975; Johnson and King, 1987; for more details on the use of EDXRF for geologic and geochemical applications.
Interferences
Interferences in X-ray fluorescence consist of spectral-line overlaps, matrix effects, spectral artifacts, and particle size or mineralogical effects.
Peak overlaps occur when a peak of a different element is not able to be resolved from the element of interest. The most significant peak overlaps that occur in this procedure are as follows: Ti Kp and Ba Lp overlap the V Ka, V Kp on Cr Ka, Co Kp on Ni Ka, Ni Kp and W La on Cu Ka, W La on Zn Ka, W Lp on Ge Ka, Pb La on As Kp, Au Lp and Pb La on As Ka, As Kp on Br Ka, Th La and U La on Rb Ka, Rb Kp on Y Ka, Sr Kp on Zr Ka, Y Kp on Nb Ka, ZrKp,ULp on Mo Ka, Ag Kp on Sn Ka, Cd Kp on Sb Ka, Cu Ka and Zn Ka on W La , As Ka, Pb La and Se Ka on Bi La, Rb Ka and Bi Lp on Th La and RbKa and Sr Ka on ULa. These interferences are accounted for using linear and nonlinear fits of Gausian peaks and are removed using the computer algorithms provided with the software. Often an analyte whose concentration is >1000ppm cannot be deconvoluted from an adjacent element whose concentration is 1-5 ppm. These results are denoted by "inf' or interference.
Matrix effects occur when radiation from the characteristic elements are absorbed or enhanced by other elements in the sample before it reaches the detector. The effects are corrected by a scattered radiation method ( Anderman and Kemp, 1958) which has been used for routine trace analyses of geologic materials ( R.G. Johnson, 1984 and B.W. King, 1987) . The method is based on the principle that the line intensities from the analyte line and the incoherent scatter peak (Compton peak) are effected in the same proportion due to the overall mass absorption coefficient of the sample. The ratio of the analyte line intensity to the Compton peak intensity is constant over a wide range of geologic matrices. This Compton peak method also helps to minimize the effects of particle size, packing density and short term minor drifts in tube current.
Spectral artifacts such as escape peaks, sum peaks, low energy line tailing, pulse pile up lines, and Bremsstralung correction are accounted for with the provided software.
Scope
Analysis by EDXRF for the above mentioned trace elements is applicable to a wide variety of geochemical samples including rocks, stream sediments, and soils presented as a powder (-120 mesh) packed to 10 foot pounds on a 1 inch diameter dye. The elements analyzed for and their reporting limits are shown in Table 1 . 
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Safety Precautions
The Spectro X-lab 2000 is adequately shielded to prevent X-rays from escaping into the lab area. The system is monitored routinely with a radiation-survey meter at intervals of 6 months. In addition, all laboratory personnel are required to wear a radiation safety badge when operating the X-ray system.
Procedure
A 2-to 3-g portion of the powdered sample or reference material is poured into a spectro cup fitted with a bottom of stretched 4fi Prolene film held with a concentric ring. This requires no weighing. The powder is then packed into the cup at approximately 10 lbs/in2 using the Panavise with torque wrench. Current is optimized to reach a dead time of 50% Acquisition tinie( live ^iÛ p to 20 sample positions can be used in the sample holder. 18 are job samples and 2 are selected reference materials for the quality control of the instrument. The sample ID numbers, job numbers and analytical programs are entered into the computer that operates the instrument. A total of 36 samples can be analyzed in a 24-hour period allowing for automatic operation of the instrument overnight. Spectrum deconvolution:
Subtraction of escape lines Correction of the detector shelf channel per channel Subtraction of the pile up lines Correction of the Bremsstralung created in the sample Subtraction of incomplete polarized scattering radiation or of the scattered radiation of secondary targets Correction of the low energy line tailing Determination of matrix dependent element specific line ratios Recalibration of the channel-energy-calibration and the width-energycalibration using the zero-peak Linear and nonlinear fit of the Gaussian peaks Calculation of net peak intensities
The ratios of peak intensity to the Mo Compton scatter intensity are used in a linear least-squares fit of the concentration data for each element.
Calculations
The concentration Q of element I, in the unknown sample is calculated from the intercept B0 and slope B! of the best fit line of calibration and the ratio of intensity I; to Compton scatter radiation C as follows:
Assignment of Uncertainty
The counting error aN , where aN is the standard deviation in terms of the accumulated count R in X-ray spectroscopy is that error arising only from the random arrival of x-ray photons to the detector. This error is represented by the following equation:
aN represents the best precision that can be obtained on a particular sample and can be used as a standard against which the actual measured precision can be judged. The total sources of error are the counting error, the instrument stability error, the specimen preparation error, operational error, and miscellaneous errors. Table 4 . represents the statistical summary for the analysis of 7 geological standard reference materials. * When Pb is greater than 500 ppm, Y is reported as "inf' or interference. n = number of samples pv = proposed value taken from published reference material compilation BHVO-2, AGV-2, BCR-2, and GSP-2 (U. S. Geological Survey Certificates of Analysis) TILL-4 (CCRMP, 1995) STSD-2 (Lynch, 1990) and (Govindaraju, 1994) NBS-1633a (Govindaraju, 1989 ) aN = 1-sigma standard deviation in terms of accumulated count or the best standard deviation to be expected s = 1-sigma standard deviation %RSD = 1-sigma percent relative standard deviation %R = percent difference between the recommended value and the mean of the EDXRF technique NR = not reported NA = not applicable
